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Fig. 1. Ncir maun? ti< -tape transport designed fur use in —hp— systems. 
Transport has mechanical simplicity and a high order of mechanical 
damping for fail long-term flutter. Flutter is less than 0.2% p-p at 
60 ips. Tape speed accuracy (average value) in within about 0.1%. 
Transport complies wUh I RIG requirements. 



Fob well ova .1 decade, magnetic- 
tape lec ording svslems have proved 

of immense value in storing analog 
(ami more recently, digital) informa- 
tion im subsequent measurement and 
analysis. The ability ol tape systems to 
mi in I simultaneously a number ol 
channels ol information and to <!" so 
with a Ugh degree ol tiiuecoiiK ideme. 
their ability to compress or expand t lie 
original time Males, and their ability 
to replay the information (mini less 
times — all these factors have made 

magnetic-tape systems widely used as 
instrumentation equipment in mam 
disciplines and mam fields. 

Along with their enormous advan? 
lanes, however, high-quality magnetii 
tape systems have had the undesirable 
feature of considerable me<hani(al 
complexity in the tape-transport por- 
lion of the system. This, in nun. led 
to high cost and to substantial diffii ul- 
1 ics and "down-time" when met hanit al 
repairs were required. Since several en- 
gineering groups in the -hp- organiza- 
tion designed systems thai incorpor- 
ated tape transports, it was decided to 



undertake in the -hp- laboratories the 

design "l a high-performance transport 

that would achieve a substantial de- 
cree ul inn I). mil al sinipliln ation. Sin li 
.1 transport would then permit tape 
usiiit» systems th.it had improved per 
formance or reduced cost or both. 

This program has now produced an 
instrumentation qualits tape transpori 
thai has a mechanical simplicity much 
superior to that prev iously attained in 
this c lass of device. At the same time it 
is a transport whose electric al perform- 
aiue surpasses that ol most transports 
and is very nearly ecpial to that ol the 
most mechanically-complex ami costls 
designs. For example, in the new trans- 
port the specihed flutter is less than 
if L" , peak-to-peak at 60 ips. while av- 
erage lajie speed is spe( ified as ac < urate 
within 0.25' , under worsi conditions 

and is more typical!) 0-1%. These per* 
formance specifications are equalled 
only by a very lew ol the most compli- 
cated designs. Another important 
quantity, cross-talk between adjacent 
channels, while related to mechanical 
design although not necessarily to me- 



chanical simplicity, is 1 "> db or more 
below thai known to have been 
achieved previously in production 
equipment, 

In contrast to die Frequent adjust 

incuts typical]) required in existing 

designs, the design ol the new trans- 
port obviates ail maintenance adjust- 
ments whatsoever dm ing die unit's life 
(except dusting of tape oxide). 

The new transport has 7 or 1 1 re- 
cording channels and bandwiihhs ol 
100 k( or 1_'.'>() k( . depending in each 
'.isc mi options. It has six elei trie alls 
selec table speeds I nun I < s ips to till ips. 
and the speed selection is achieved 
with a simple design that does not in- 
volve gears, solenoids or sliding bells. 

The transport uses standard MM:," 
reels which give it a tape capacity ol 
3600 feet in 1.0-mil tape 01 1800 feet 
in 0.7-mil tape. The tape and speeds 

arc those specified b) the Inter-Range 
Instrumentation (.roup so that tape 
interchungeabilit) is achieved. The 7- 
thannel Unit uses 1./' wide tape and 

the 14-channel unit I" tape. Care has 

been taken to achieve an accurate 

tape-footage counter in which typical 

accuracy is 2 to 3 indies in 3000 feet, 

a vast improvement ov er past practice. 

I he transport .dsn includes a num- 
ber ol operating conveniences. I he 
reel-holding mechanism, fot example, 
has been spec ially designed to achieve 
a simplic ity oi operation thai is other- 
wise unmatched. The design is such 
that the reel can l>c installed on the 
hub with one huiid with ease, because 

a simple automatic -centering media 
nism avoids the need for careful align- 
ment ol the reel before installation is 
pi issible. 

V detailed front view o| the trans 
port is shown in Fig. I. The recording 
heads at the left are shielded which 
gives them an improvement of 15 db 
or more in cross talk over the levels 
usually encountered. The precision 4- 
digii lootage counter is located at the 
Upper left. Tape speeds are selected by 
the pushbutton switches at the lower 
right, while operating functions (play, 
RECORD, et(.) are selected by the push- 
buttons at the lower center. A clear- 
plastic cover closes over the transport's 
front to minimize accumulation of ex- 
ternal dust. The function and siteed- 
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NEW TAPE TRANSPORT IN 
SANBORN MAGNETIC DATA 
RECORDING SYSTEMS 



The refined tape transport de- 
scribed in the accompanying article 
has been incorporated into the mag- 
netic data recording systems pro- 
duced by the Sanborn Division of 
Hewlett-Packard. With this transport, 
the Sanborn systems now achieve 
the high quality performance (i.e.. low 
flutter and high signal-to noise ratio) 
expected of much more elaborate 
and costly systems. 

The Sanborn Magnetic Data Re 
cording Systems that use the new 
transport conform to I RIG standards 
with respect to track width, track 
spacing, FM carrier frequencies, and 
FM deviation and thus are compati- 
ble with other standard tape systems. 
These systems record and reproduce 
signals directly within a passband 
from 100 cps to 100 kc at 60 inches 
per second (IRIG standard) or to 
250 kc (IRIG wideband). With FM 
electronics, they record and repro- 
duce from dc to 10 kc (IRIG stand- 
ard) or to 20 kc (IRIG wideband). 
Pulse circuitry enables digital infor- 
mation to be recorded and repro- 
duced with a rise-time of 4 usee (at 
60 ips). Equalizing or FM frequency- 
determining networks for each tape 
speed are on sub-modules that plug 
on to the transistorized record/repro- 
duce circuit cards. 

A change of recording mode for 
any channel is accomplished by sim- 
ply changing one circuit card with its 
plug-in equalizer. A ferrite shield that 
closes over the tape and recording 
heads by-passes any fringing mag 
netic fields to reduce interchannel 
cross talk, permitting use of the FM 
mode on tracks adjacent to direct 
channels on the same head stack As 
m previous Sanborn tape systems, a 
built-in meter enables the carrier fre- 
quency of each FM channel to be 
monitored so that the system is eas 
ily aligned without need for special 
test instruments. 





The electronics of the Sanborn 
tape systems are designed to be 
compatible with the pre amplifiers, 
transducers, and other accessory 
items designed for Sanborn's widely 
used graphic systems. The new San 
born tape systems conforming to 
IRIG standard recording specifica 
tions are the Models 3907A (7 track) 
and 3914A (14-track). The wideband 
systems are Models 391 7A (7-track) 
and 3924A (14-track). 



selecting pushbuttons are accessible 
with the diisi cover dosed. 

FLUTTER — THE CRITICAL 
PARAMETER 

In the- ideal tape Itansport the tape 

should move across the heads at a con- 
si. mi and precisely-known speed. The 
objective in the design ol the new 
transport was to approach the ideal ol 
constant speed as nearly as practicable 
in a moderate-cost, reliable system. 

In tape transports! any medium- or 
long-term deviation from the desired 
average speed can be corrected bj servo 

means during reproduction oi li\ in 
elusion of calibration signals along 
with the recorded signal. Short-term 

v. nialion in speed cannot Ik - elimi- 
nated in this manner, however, and 
must be considered among the basic 
peilormaiue characteristics oi the 
system. 

Short-tern) speed variations which 
are unilorni across the tape (i.e.. flut- 
ter) can be caused In numerous ele- 
ments in a tape transport met hanisin. 
Eccentricities in the rotating pans of 
the capstan drive or mec hanical (diet 
System will, lor example, produce |>e- 
riodic short let in speed en < us. lension 
variations in the tape supply or tape 
iake-Up system will cause errors. Fric 
lion between tape and heads < »i other 
non-rotating members ran c ause high- 
frequency speed variations because of 
tape roughness and non uniform fric- 
tion. 

The best known deleterious ellet t of 
flutter is the none it produces in FM 
carrier transmissions: when a constant 
frequencj is recorded on the tape, it 

will lie tepioduced with some amount 
ol unwanted Iretpiency modulation. 

depending upon the magnitude ol flut- 
ter during tec ording and reptoduc lion. 
Demodulation ol this signal will not 
result in the ideal puie clc signal, hut 
will consist of a dc signal plus super- 
imposed noise. When a modulated sig- 
nal is recorded, the noise clue to Ruttei 

is added to the output signal, and in 
addition the modulated data signal is 
both amplitude- and liei|iienc n-iudcIu- 

lated by the flutter. 

REPRESENTATIVE FLUTTER 

111 the new transport the potential 
sources ol llutter have been carefully 



dealt with and the resulting levels of 
Mutter are minimal. Figs. 2 (a. b. c) 
show representative flutter for the new 
transport ai t>o inches per second 

tape veloc it v. The vertical scale in each 
figure represents a speed change of 
0.2", (in. Fig, 2 (a) shows the nature 
of die flutter in the band between 0 
and 2IMI cps. In this band of frequen- 



cies one finds almost all of the flutter 
components which aie caused by ro- 
tating mechanical pans and mechani 
cal resonances. It ran Ire seen that the 
llutter is under 0 \% peak-to-peak. 

When the bandwidth over which the 
llutter is observed is increased to <>- 
1500 cps, the picture is as in Fig. 2 (b). 
The flutter is approximate!) 0-2% 
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0-200 cps 





(b) 
0-1500 cps 
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Fig, 2. Oscillograms showing small rallies of flutter typi- is shown under each 
cal of new transport. Bandwidth used for measurement p-p in each 



peak-to-peak, and most nl the compo. 
nenu are random. This type "I Huttei 
is produced in large pan as sliding 
friction occurs across stationary sur- 
faces; some smaller portion is due to 
iiiiiiuie irregularities in ball-bearings. 

Tig. 2 (() shows the same recording 
but with the bandwidth expanded to 
().()()() cps. The largest part oi this 

high-frequency (hitter is due to fric- 
lional noises and tape surface granu- 
larity. By observation, the flutter is less 



than 0.5";, peak-to-peak. However, if 
the peaks due to infrequent tape de- 
fects are ignored as being the responsi- 
bility of the tape and thus beyond the 
the control of any transport mecha- 
nism, then the llutter of the transport 
itsell is reduced. This value of llutter 
(lor this bandwidth ol measurement) 
is very nearly equal to that displayed 
by the most complex transport systems 
presently produced. 

While peak-to-peak measurement is 




Fig. 3. View of rear of new -hp- trans- 
port showing simplicity of construction 
and layout. Transport is constructed 
on a single, large aluminum casting to 



obtain high strength. Casting is com- 
pletely machined on tape-controlled 
mill, assuring uniformity and parts 
interchangeability. 



0-10 kc 

oscillogram . Vertical scale is 02% 
•asp. Tape speed is 60 ips. 

the most useful form of expression lor 
instrumentation purposes, specifica- 
tion is not always made in this way. 
With some justification it may \>e ar- 
gued that, since much of the lluttei is 
irregular in nature, and thus best dc- 
scribable in statistical terms, an tins 
leading would be appropriate. For 
some years high-quality sound record- 
ers have routinely been measured foi 
llutter by measuring the flutter com- 
ponents in the band 0-200 cps with an 
averaging meter calibrated for rms. V 
figure of <0.1" (l has been acc epted for 
professional purposes. By this stand- 
ard the new transport displays a figure 
in the region of 0.02 to 0. 0.1'', at typi- 
cal sound-recording tape velocities. 

DAMPING — THE KEY 
TO MOTIONAL STABILITY 

Designing for t lie* extreme in mo- 
tional stability (low llutter) resolves 
into I) niiiiiiiii/ing the sources of tape 
Speed irregularity, and 2) isolating the 
eflec t of remaining irregularity sources 
through adequate mechanical filters. 
It is believed that the damping mech- 
anisms in the new unit are the mos! 
extensive and effective ever used in a 
magnetic tape transport. Their func- 
tioning has conferred high motional 
stability on a mechanism that is never- 
theless uncomplicated. 

Fig. ! shows the path of the tape and 
the elements that are designed to as- 
sure smooth tape motion past the 
heads by isolating this portion of the 
dynamic system from disturbances 
from either direction. Disturbances 
that have been considered and over- 
come in the design of the transport 
include those that might originate in 
the torque motor, in the eccentricity 
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BRIEF PERFORMANCE SUMMARY 

TAPE SPEEDS: 60. 30, 15, 7«, 3*4. VM 
in. per sec. 

DRIVE SPEED ACCURACY: ±0.25% of 
nominal capstan speed which is 
directly proportional to line fre- 
quency 

MAXIMUM INTERCHANNEL TIME DIS- 
PLACEMENT ERROR: ±1 ,,sec at 

60 ips. between two adjacent 
tracks on same head. 
START TIME: Approximately 4 seconds 
max. 

STOP TIME: 1 second max. 

REWIND TIME: Approximately 100 sec 
onds for 2400 feet and 150 sec- 
onds for 3600 feet of tape. 

OPERATING CONTROLS: Line (Power), 
Stop, Play, Reverse, Forward (fast), 
Record; all are pushbutton relays. 
Receptacle at rear of transport pro- 
vided for remote control operation. 

EXTERNAL SPEED CONTROL: Connec 
tions provided. 

MAXIMUM FLUTTER 



Speed 


Bandwidth 


Flutter (p p) 


60 ips 


0-200 cps 


0.2% 


0-1.5 KC 


0.3% 




0-10 KC 


0.6% 


30 ips 


0-200 cps 


0.2% 


0-1.5 KC 


0.5% 




0-5 KC 


0.8% 


15 ips 


0-200 cps 


0.25% 




0-1.5 KC 


0.45% 




0-2.5 KC 


0.6% 


7Vi jps 


0-200 cps 


0.4% 




0-1.25 KC 


0.65% 


3>/« ips 


0-200 cps 


0.5% 




0-625 cps 


0.8% 


V/t ips 


0-200 cps 


0.8% 


0-312 cps 


1.2% 



BERNARD OLIVER ELECTED 
IEEE PRESIDENT 



ol the reel or ol the tape pack, in the 
strumming ol the tape as its irregulari- 
ties or impel lections pass over guides, 
heads, anil rollers, in run-out ol rotat- 
ing parts, in cogging ol associated me- 
i hanical apparatus, suc h as the footage 
counter, in the slight togging ol the 
capstan chive motor, and in power line 
voltage transients which could affeCI 
all the ntotots. 

Man) of the measures which have 
been taken to reduce flutter in the new 1 
design are subtle. In everv possible 
case, h>r example, diameters are as- 
signed to rotating parts which contact 
the (ape so that their rotational rates 
do not coincide with natural reso- 
nances. The visible features of the 
transport, which result in low Mutter, 
yet allow fast starting and mechanical 
situplic it\ , inc hide these: 



Dr. Bernard M. Oliver, -hp- Vice 
President of Research and Develop- 
ment, has been elected President of 
the Institute of Electrical and Elec- 
tronic Engineers for 1965. He has 
been a vice president of the IEEE 
since 1962 and during that time 
has been on the executive commit- 
tee that co-ordinated the merger of 
the former AIEE technical commit- 
tees with the professional group 
system developed by the IRE. 

He received an AB in electrical 
engineering from Stanford Univer- 
sity and an MSEE from the Califor- 
nia Institute of Technology. Follow- 
ing a year as an exchange student 
in Germany under the auspices of 
the Institute of International Educa- 
tion, he returned to Cal Tech and 
earned a PhD in Electrical Engineer- 
ing magna cum laude. 



I. The damped arm. Between the 
footage counter drum and the 
idler drum is a swinging aim, 
which minitni/es tension varia- 
tions and takes up small incre- 
ments of tape slack. Its motion 
is damped by an air clash-pot be- 
low the deck, air tvpes l>eing 



As a member of Ihe Bell Tele- 
phone Laboratories technical staff 
from 1940 to 1952, Dr. Oliver 
worked on the development of 
automatic tracking radar, televi- 
sion, information theory and effi- 
cient coding systems. In 1952 he 
joined Hewlett-Packard as Director 
of Research and in 1957 was ap- 
pointed Vice President of Research 
and Development. 

Dr. Oliver holds over 40 U. S. 
patents in the field of electronics. 
He is highly active in industry af- 
fairs, having been elected a fellow 
in the IRE in 1954 and a director- 
at-large in 1958. He has served as 
chairman of the San Francisco sec- 
tion of the IEEE and on the board 
of directors of WESCON. He is also 
a member of the American Astro- 
nautical Society. 

He has served as a lecturer in 
electrical engineering at Stanford, 
is the author of numerous techni- 
cal articles, several of which have 
appeared in the Hewlett-Packard 
Journal, and is a regular contribu- 
tor to the Proceedings of the IEEE 
and other publications. One of his 
articles, "Radio Search for Distant 
Races," is among those selected for 
entombment in the Westinghouse 
5000-year time capsule at the site 
of the New York World s Fair. 



considered more trouble-free 
than oil types. 
2. The idler. Between the damped 
arm and the heads is an idler 
drum which l»ears a heavy inter- 
rtally-dampetl flywheel. Its effec- 
tive mass is large compared with 
the inertia of the reel, torque 
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motor, and footage countei 
drum. This flywheel effectively 
filters out the remaining small 

tension v:ii i. it ions originating .11 
the stippls reel, and t fie damp- 
ill}; reduces I lie "O" nl 1 lie reso- 
nant system consisting <>f the 
flywheel mass ami compliance 

ol t he tape over the heads. 

.1 Tin- flutter idler. In die 1 enter 
ol the head assembly is a small 
roller whose mass reads with 
the compliance ol the tape 
through fri< tion resistanie to re- 
duce high-frequency flutter. 

4. The dumped flxwheel (visible in 
Fig. 3). The substantial irregu- 
larities in motion which would 
otherwise be coupled into the 
tape through the capstan from 
the rotational imperfections in 
the motor drive system are great- 
ly reduced by the damped fly- 
wheel. Inside this flywheel is a 



second free*turuing flywheel, 
which is coupled to the outer 
wheel by a visions sili<one-oj| 
liquid. A stable liquid ol the re- 
quired \ iscostty was chosen alter 
extended tests. Near-critical 
damping ol the capstan drive 
system was achieved. The as- 
sembly is sealed, and requires 
no periodic checking. 
5. The pinch roller. The pinch 
toller clamps the- tape to the 
capstan so that tape motion is 
dominated b) the capstan's mo- 
tion and isolated Itoin elfects 
which ikciii beyond the cap- 
stan. The engaged pari ol the 
rollei is narrower than the tape 
so that scrubbing does not oc- 
cur at the edge where it would 
produce irregular tape motion. 

SIMPLICITY OF TAPE DRIVE 

At the outset it was decided that 
ta|>e s|>eed in the new transport should 



be selected through a strictly electri- 
cal arrangement, i.e., by oidinarv 
switching. Ibis would avoid the com 
plications ol such arrangements as 
multi-speed synchronous motors, soli-, 
noid-controlled sliding l>elts or gear 
drives, and dc motors under servo 
control. 

In the last decade, responding to de- 
mand, several elec trie motoi manufac- 
turers have brought standard iwo- 
speed hysteresis sy nc hronous motors to 
a high slate ol development. Willi 
standardized characteristics and long 
production runs, these have succes- 
sive!) chopped in price until thev ale- 
less costly, than any special motor ol 
compaiahle pel lot inane e. High reli- 
ability and performance have been 
ac IlieU'd. and ,11 .1 moderate pi ice. lie- 
cause ol this ii emerged thai the least 
costly way to achieve six cleciiitalh- 
conti oiled speeds with stipetioi per- 
formance was h\ use e>| three well- 
proved, higlv«|uality two-speed motors. 

This arrangemeni was selected and is 
the basis ol ihe chive system. The me- 
chanieal coupling between the motors 

is an -hp- design which involves no 
servos, no sliding beltsot gears, and no 
solenoids fo change speeds, the ar- 
rangement recpiires only ihe selection 
o| which ol the six motor windings to 
energize, a selection made by ihe push 

billion switches on the From panel. 
I he motors are standard motors whit h 
are cpiicklv available and familiar to 
se rvice people everywhere. 

In the past, magnetic tape transports 
have generally, used one 01 more heavy 
llvwheels in the tape drive system. 
Man) of these, for reasons of space 
accommodation, are at the ends of 
rather long shafts. Any shock which 
tends to delicti the shall tends to leave 
a permanent tun-out or tends totalise 
permanent damage to n supporting 
bearing (commonly dents in the ball 
races) — or both. Precision of a very 
high otcler is rccpiired in these assem- 
blies to achieve the extremely low flut- 
ter that is demanded, So it takes only 
a little damage ol this kind 10 disable 
a tape transport. Damage irec|uenil\ 
results limply I mm wheeling a trans- 
port in taster-supported racks, ft is 
often a peculiarly expensive kind of 
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damage, involving replacement of 
win ile i.ipM.m assemblies. 

I he flywheel problem has been over, 
tome in ihe new transport which is 
provided with unusual!) sturd) motoi 
shalts running in generous si/e hall 
bearings. Unsupported lengths ol shall 
are kepi short The result is that, in 
test, the transport has undergone with- 
out harm shot ks measured at ">ti (.. 
I his includes shocks applied in the 
directions most likel) to cause damage. 
Shoe k -absorbent pat king has, of course, 
been provided to prevent such slunk 
dming shipment, bin this degree of 
sturdiness also insures long trouble- 
free performance in normal service 
conditions. 

Fig, .'l shows the three-motor drive 
of the iianspoit. Direiilv under the 
lapsi.in is [he "in i|)s tlO i|>s motor. For 
a given powei Frequency, there is only 
one i apstau si/e. (A slightlv largei cap 
sian is specified lor 50-cycle instru- 
ments) This motor is mounted very 
i lose lo i he iranspon casting, for maxi- 
mum strength and rigidity. \i the rear 
ill the motor is the llv wheel < onsti uc ted 
so as lo provide visions damping for 
the entire capstan drive. 

I5.uk ol i he damped flywheel is a 

centrifugally-controlled ovcr^-t unning 
Clutch. Like the viscous Hv wheel, this 
was designed al -hp- cspec iallv lor the 
new iransport. I his clutch is coupled 
tighllv to a smaller pulle\ mi ihe sec- 
ond motoi which is ol the same type 

and speeds as ihe Others and provides 
7i v and 15 Ips ta|ic veloc ities. The mo- 
tor carries a solid flywheel to smooth 
"in residua] ISO-cycle pulsations, rhe 

motoi is luted with an ovei-ruiiiiiug 
i lutch which, in turn, is coupled to the 
third motor. 1 he thud motoi pmv ides 

i', and :s.vj ips tape velocities. The 

third motor, too. is fitted with a fly- 
wheel but no clutch. 

The over-running dutches in the 
drive -\stem operate without continu- 
ous dragging and ionset|uentlv do not 
wear in use. When driven, ol course, 
such a dutch is firmly engaged. When 
the dutch is Irec-w heeling, the dutch 
shoe is fully disengaged, alter the ini- 
tial pan ol start-up, by centrifugal 

forte. 



DESIGN LEADER 




Walter T. Selsled 



Walt Selsted joined -hp- in 1963. 
and headed the group which developed 
the Model 3520A/3521A Tape Trans- 

GENERAL 

Among ihe commonest (.iiises of 
tumble in instrumentation tape re- 
corders has been Inadequate mainte- 
nance. Under-lubricaiion, over-lulu i- 
cation, or other omission ol mainte- 
nance procedures has been a persistent 
source of trouble. In recent yeais. how- 
ever, improvements have been made 
in ball healing design such thai there 
are now available ball liearings Of sue h 
precision that there is no longer any 
need to consider ihe use of sleeve heal- 
ings simplv loi iheir smoothness "I 
operation. Permanently lubricated, 
unchanging in axial or end-pla) align 
ment alter wear, and nowadays ade- 
quatelv pieiise, modern ball hearings 
made il possible to eliminate all lubri- 
cation procedures in the transport, 

Because there are relativelv few 

pat ts in the transport (see Fig. .1). ac- 
cessibility i> good. Most alignments are 
automatic, since nearly everything is 
referenced at the factory to the sup- 
porting chassis. Fven in replacing so 
critical an item as the pindi roller or 
its arm. positioning will automatical!) 
be correct il the original shims are in- 
stalled with the new parts. Head as- 
semblies have plug-iu electrical con- 
nections and the bases ol [he head 
assemblies aie lapped to match a ma- 
chined supporting plate, so no me- 
chanic*) alignment problems arise 

during replacement. Brake linings can 
be replaced in moments, their align- 
ment and adjustment being uncritical 
hecause ol negative feedback design. 
In design prove-out the brakes have 



ports. The group is now a part of the 
-hp— Microwave Division in Palo Alto. 

Walt has had extensive experience in 
the tape transport field and is the origi- 
nator of more than twenty U. S. and for- 
eign patents, many of which are basic 
to the recording art. He is a Fellow of 
the IEEE and of the Audio Engineering 
Society. He has published more than a 
score of technical papers. 

Walt earned his BSEE at the Univer- 
sity of California. Berkeley, where he 
also was for two years a research engi- 
neer on the Manhattan District project 
at the U. C. Radiation Laboratory. For 
a dozen years thereafter he directed 
engineering developments in the mag- 
netic tape recording field, among which 
were many of the earliest devices for 
instrumentation applications. 

perlormetl 1(10.1)00 high-speed slops 
without malfunction oi significant 
wear, torque motors are readily re- 
moved and replaced, their alignment 
hcing determined bv original manu- 
facturing procedures. Replacement ol 
a drive motor takes some care, since 
a dutch or flywheel must be re- 
mounted, but procedures are straight- 
forward, and all are entire!) feasible 
under field conditions. 

Specified performance (or the new 

iransport. in the -hp- tradition, is 
more conservative than that which is 
tolerated in i be< koul before shipment: 
typical performance is substantially 
bettei than specified performance, it 
has l)cen shown that there is good rea- 
son to expeci flutter performance to 
remain excellent in every normal sit- 
uation OVei long periods ol time with 
little maintenance and no skilled "tun- 
ing up! 

In all these ways, design ol the new 
transport has been carried out with ihe 
intent that it have high reliability, 
that it will be casilv and quickl) re- 
Stored to serv ice in the field if repair 
becomes necessary, and that it will 
require next to no maintenance. 
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SENIOR STAFF ENGINEERS APPOINTED BY 
-hp- BOARD OF DIRECTORS 



Three engineers within the Hewlett- 
Packard organization recently were hon- 
ored by appointment to the newly cre- 
ated position of Senior Staff Engineer 
This position was established by the 
Hewlett-Packard Board of Directors to 
give a clear and unequivocal recognition 
to those who have made significant con- 
tributions to the technical progress of 
the company. As expressed by -hp- 
President William R. Hewlett, "It is an 
unfortunate commentary on modern 




Brunton Bauer 

Brunton Bauer joined -hp- in 1941 
and has been Chief Development Engi- 
neer during most of the time since then 
He has been responsible for the design 
of the majority of -hp-'s audio-range 
test equipment. His contributions in 
elude the 200 series Oscillators and 
Signal Generators, 300 series Wave 
Analyzers and Distortion Analyzers — 
among them the well-known 302A Wave 
Analyzer — . the 100A-E Frequency 
Standards, the 350 series Attenuators, 
the 450A and 451A Amplifiers, and the 
700 series Power Supplies. He has made 
significant contributions to many other 
-hp- instruments, such as the 410B 
high-frequency Voltmeter, the 415B SWR 
Meter, and particularly to -hp-'s first 
transistorized instruments, the 403A 
Voltmeter. 466A Amplifier, and 721A 
Power Supply. He also designed many 
of the modifications required for special 
instrument applications, performed 
basic work in -hp-'s initial electronic 
counter program, and was consultant 
on transformer design for -hp-'s PAECO 
subsidiary. 

His most recent proiect has been a 
transistorized high input impedance 
parametric amplifier. 

An MIT graduate. Brunton spent sev- 
eral years in the development of com- 
munications equipment at Bell Tele 
phone and other laboratories before 
joining -hp-. 



corporate enterprise that those respon- 
sible for a corporation's technological 
progress frequently do not receive rec- 
ognition commensurate with their con- 
tributions!' 

Appointment to the new. Senior Staff 
Engineer position is a recognition of 
substantial contributions already made 
to Hewlett-Packard's objective of ad 
vancing the state-of-the-art in electronic 
measurements, and also makes the re- 




Arthur Fong 

Art Fong is best known at -hp- for 
his work on many of the —hp— micro 
wave signal generators, including the 
616A. 614A, 620A. and the 623 and 624 
test sets. He also contributed to the 
design of the 355C/D Attenuators. 360 
Coaxial filters. 803A VHF Bridge, 417A 
VHF Detectors, 650A Test Oscillator, 
and several microwave components. His 
most recent responsibility has been the 
-hp- Model 8551A/851A Microwave 
Spectrum Analyzer. 

During World War II, Art was at the 
MIT Radiation Laboratories where he 
was involved in microwave test instru 
ment development. Following that he 
designed one of the first 88-108 Mc 
commercial FM receivers at another lab- 
oratory. He joined -hp- as a develop- 
ment engineer in 1946, became signal 
generator group leader in 1953. and 
was made section head in charge of 
spectrum analyzer development in 1960. 

Art holds several patents on micro- 
wave devices and has authored numer- 
ous technical articles, several of which 
have appeared in the Hewlett-Packard 
Journal. He is vice-chairman of the IEEE 
Group on Electromagnetic Compatibil 
ity. and is a member of Tau Beta Pi. 
Eta Kappa Nu. Sigma Xi, and the Re 
search Society of America. He holds a 
BSEE from the University of California 
and has done graduate work at MIT and 
Stanford. 



cipient's knowledge and experience 
available on a broader basis to the en- 
tire corporate engineering complement. 

The first recipients of this honor are 
Arthur Miller, who has had a long and 
influential association with the — hp- 
Sanborn Division, now in Waltham, 
Massachusetts, and Brunton Bauer and 
Arthur Fong, who have had an outstand- 
ingly productive affiliation with the par- 
ent company in Palo Alto. 




Arthur Miller 

Arthur "Doc" Miller joined the San- 
born Company in 1936 as a design engi- 
neer to work on the amplifiers for the 
first Sanborn vacuum-tube electrocardi- 
ographs and the later 2- and 3-channel 
"Cardiettes!' During the early days of 
World Wat II. he contributed to the de- 
sign of the proximity fuse at John Hop- 
kins University on a part-time basis, 
commuting between Baltimore and Cam- 
bridge, and later worked on underwater 
sound equipment with an MIT group. 
During the remainder of the war. he 
designed radar and other equipment. 

Following World War II, Dr. Miller de 
signed the galvanometer and amplifier 
for Sanborn's first direct-writing ECG. 
He then adapted this system to data re- 
cording for industrial and scientific ap- 
plications and expanded the concept 
into a variety of multi-channel systems. 
He has several patents and has au- 
thored numerous articles on recording 
techniques in the Sanborn Right Angle. 

Dr Miller was made Acting Director 
of Engineering at Sanborn in 1957 and 
was promoted to Director of Research a 
year later. He earned both BS and ScD 
degrees at MIT. He was chairman of the 
Boston Section of the IEEE Group on 
Bio-Medical Engineering and is a mem- 
ber of the Instrument Society of Amer- 
ica, the American Association for the 
Advancement of Science, and Sigma Xi. 
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